Radiation safety and quality assurance in North American dental schools.
A survey of North American dental schools revealed that processing quality control and routine maintenance checks on x-ray generators are, in most instances, being carried out in a timely manner. Available methods for reducing patient exposure to ionizing radiation are, however, not being fully implemented. Furthermore, in some instances, dental students are still being exposed to x-rays primarily for teaching purposes.